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Mateusz Rytelewski1, Karine Haryutyunan2, Felix Nwajei1, Meenakshi Shanmugasundaram1, Patrick Wspanialy3,
M. Anna Zal1, Chao-Hsien Chen1, Mirna El Khatib4, Shane Plunkett4, Sergei A. Vinogradov4, Marina Konopleva2 and
Tomasz Zal1*

Abstract

Background: Low availability of oxygen in tumors contributes to the hostility of the tumor microenvironment
toward the immune system. However, the dynamic relationship between local oxygen levels and the immune
surveillance of tumors by tumor infiltrating T-lymphocytes (TIL) remains unclear. This situation reflects a
methodological difficulty in visualizing oxygen gradients in living tissue in a manner that is suitable for
spatiotemporal quantification and contextual correlation with individual cell dynamics tracked by typical
fluorescence reporter systems.

Methods: Here, we devise a regimen for intravital oxygen and cell dynamics co-imaging, termed ‘Fast’ Scanning
Two-photon Phosphorescence Lifetime Imaging Microscopy (FaST-PLIM). Using FaST-PLIM, we image the cellular
motility of T-lymphocytes in relation to the microscopic distribution of oxygen in mouse models of hematological
and solid tumors, namely in bone marrow with or without B-cell acute lymphocytic leukemia (ALL), and in lungs
with sarcoma tumors.

Results: Both in bone marrow leukemia and solid tumor models, TILs encountered regions of varying oxygen
concentrations, including regions of hypoxia (defined as pO2 below 5 mmHg), especially in advanced-stage ALL and
within solid tumor cores. T cell motility was sustained and weakly correlated with local pO2 above 5 mmHg but it
was very slow in pO2 below this level. In solid tumors, this relationship was reflected in slow migration of TIL in
tumor cores compared to that in tumor margins. Remarkably, breathing 100% oxygen alleviated tumor core
hypoxia and rapidly invigorated the motility of otherwise stalled tumor core TILs.
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Conclusions: This study demonstrates a versatile and highly contextual FaST-PLIM method for phosphorescence
lifetime-based oxygen imaging in living animal tumor immunology models. The initial results of this method
application to ALL and solid lung tumor models highlight the importance of oxygen supply for the maintenance of
intratumoral T cell migration, define a 5 mmHg local oxygen concentration threshold for TIL motility, and
demonstrate efficacy of supplementary oxygen breathing in TIL motility enhancement coincident with reduction of
tumor hypoxia.

Keywords: Tumor microenvironment, Tumor infiltrating lymphocytes, T cell motility, Tissue oxygenation, Intravital
microscopy, Acute lymphocytic leukemia, Lung sarcoma tumors, Two-photon lifetime imaging, PLIM,

Background
The capacity of lymphocytes to actively migrate within
tissue is critical for the immune response to cancer [1,
2]. In tumors, including bone marrow malignancies [3–
8], infiltrating lymphocytes (TIL) encounter a hostile
microenvironment that is often depleted of oxygen. Low
interstitial oxygen concentrations contribute to tumor
immune evasion as strikingly evidenced by the benefit
brought about supplementary oxygen breathing during
experimental anti-tumor immunotherapy in mice [9].
There are multiple mechanisms by which oxygen avail-
ability modulates TIL function, including by promoting
tissue expression of checkpoint ligands and by decreas-
ing antigen presentation and TIL cytotoxicity [10, 11].
However, the relationship between oxygen availability
and the ability of TILs to carry out migratory surveil-
lance of tumor masses remains unclear.
This situation reflects a general difficulty in the micro-

scopic imaging of living tissue oxygenation together with
cell dynamics. Among the available methods, nitroimida-
zole adduct formation requires ex vivo tissue staining
whereas reporters of hypoxia inducible factor pathway
and carbonic anhydrase activity are only moderately cor-
related with oxygen, and hence imprecise and cell-type
dependent [12–15]. The most promising method for this
purpose is two-photon microscopy based on phosphor-
escence lifetimes. In this technique, which was greatly
improved with the introduction of special
two-photon-enhanced phosphorescent probes, such as
PtP-C343 [16], partial pressures of oxygen (pO2) are de-
termined based on phosphorescence lifetime [17–20],
which is unaffected by probe concentration [21]. Thus
far, two-photon phosphorescence lifetime microscopy of
oxygen has been realized either as high speed measure-
ments in discrete locations in vivo [17, 22, 23], or as im-
aging by conventional scanning in vitro [16, 24].
Unfortunately, due to long triplet decay times and, con-
sequently, inherently low photon arrival rates, the tem-
poral performance of conventional two-photon
phosphorescence lifetime microscopy becomes limiting
when this modality is used for imaging (PLIM). Typic-
ally, the time needed for acquisition of a high-resolution

oxygen image is up to hours, which is one to two orders
of magnitude slower than the frame rate required for re-
liable tracking of fast moving T cells (~ 2 frames per mi-
nute). Although, in principle, frame rates in PLIM can
be improved using gated cameras [25, 26], or
frequency-domain spatial multiplexing [27], these PLIM
modes lack depth resolution or are strongly confounded
by additional fluorescence. Due to this performance gap
between two-photon phosphorescence and classical
two-photon microscopy, these powerful modalities are
yet to be merged in a practical manner.
Here, we analyze the relationship between lymphocyte

motility and oxygen distribution in healthy or leukemic
bone marrow, and in solid lung tumors, using bi-modal
imaging that merges traditional fluorescence two-photon
microscopy with imaging-optimized two-photon micros-
copy of phosphorescence lifetimes.

Methods
Development of contextual intravital imaging of oxygen
and cell dynamics
To relate dynamic cellular processes such as motility to
the local availability of oxygen in vivo, we needed to de-
velop an imaging method that combines two-photon
phosphorescence lifetime microscopy with time-lapse
imaging of fluorescence. In general, measurement of
phosphorescence lifetime in time domain involves signal
accumulation from multiple acquisition cycles whereby
each unitary acquisition consists of a short excitation
gate followed by recording of phosphorescence photon
arrival times. In a typical, spot-wise measurement regi-
men, all the required unitary acquisition cycles are exe-
cuted one after another for each measurement position.
When applied to imaging, this traditional PLIM regimen
results in very long pixel dwell times, which situation is
incompatible with dynamic imaging. To overcome this
limitation, we designed a ‘fast’ scanning two-photon
(FaST) PLIM regimen that differs from the conventional
one in the manner of signal accumulation and in the
unitary acquisition design. For signal accumulation, we
used only one excitation/acquisition cycle per each pixel
visit in repeated scanning of the entire field of view, as
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opposed to the multiplicity of excitations for each pixel
dwell time in a singular frame scan in the conventional
regimen for time domain PLIM (Fig. 1a). Compared to
the conventional regimen, the use of frame priority scan-
ning did not shorten the overall duration of lifetime

image acquisition, but it attained a much faster funda-
mental scanning rate i.e., in proportion to the required
number of unitary decay acquisitions per pixel (about
ten to hundred times faster in our application). Thus, in
conjunction with recording fluorescence during each

Fig. 1 FaST-PLIM method for intravital contextual imaging of oxygen and T cell dynamics. a FaST-PLIM scanning design. In conventional two-
photon (2p) PLIM, each pixel receives one series of excitation gates and each unitary decay measurement period is at least > 10 lifetimes
(complete decay). In FaST-PLIM, each pixel receives only one excitation gate per scan and the unitary decay measurement period is substantially
shorter than 10 lifetimes (‘incomplete decays’). b Design of individual pixel dwell time whereby the excitation gate (2p Pulse) is preceded by Pre-
Pulse. Blue dots represent photon counts, the red line is fitted model. c Results of Monte Carlo modeling of the dependence of lifetime variability
on the accumulated pixel time. “Conv. 500 μs” and “Conv. 100 μs” represent, respectively, ‘complete’ or partial decay conventional methods, i.e.
without pre-pulse, and with the corresponding pixel dwell times. “2PreP 100 μs” represents a partial decay method with pre-pulse and a 100 μs
pixel dwell time. Model probe lifetime was 50 μs. d Intravital FaST-PLIM of oxygen (PtP-C343 probe) in lung. The mouse was initially ventilated
with atmospheric air (~ 21% O2) followed by 100% O2, and then atmospheric air once more. The black areas correspond to alveolar air spaces
and indicate no signal from the probe. e Intravital FaST-PLIM of in vivo oxygen in mouse calvarial BM. The arrows indicate blood flow direction.
Lifetime image was intensity-weighted. f Lifetime values along the A-A’ dashed line. g Spatial frequency distribution of BM pO2 before (Alive,
orange line) and after specimen asphyxiation (Dead, blue line). h Oxygen and fluorescence dynamics in calvarial BM of healthy CD2-DsRed/
CD11c-YFP mouse infused with TRITC-dextran (blood supply marker) and PtP-C343. “b” indicates bone areas in which no signal from the probe
was recorded. i Example of pO2 experience of an individual T cell as it moves along its track. j Overall frequency of instantaneous T cell velocities
and local pO2
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excitation gate, whose duration was appropriately opti-
mized, the frame priority mode of phosphorescence signal
accumulation enabled much higher frame rate for concur-
rent cell dynamics recording than it would be possible
conventionally. We implemented this scanning regimen
using a commercially available galvanometer scanner with
photon counting detectors and dynamic range-extended
electro-optical laser gating (Additional file 1: Figure S1).
Nonetheless, although greatly improved, the attained

fluorescence scanning rate of about one frame per mi-
nute was still too slow for tracking of fast moving cells
such as T cells. In the next step of method development,
we considered the unitary acquisition cycle duration,
which is determined by the temporal spacing of con-
secutive excitation gates. In the conventional PLIM regi-
men, the consecutive excitation gates must be spaced by
at least ~ 10 decay times to prevent triplet state pile-up
[16, 24]. However, because our regimen separates the
consecutive excitation gates in space, i.e., between con-
secutive pixels, the time between individual excitation
gates in each pixel is as long as one scan duration (e.g.,
tens of seconds). Therefore, no longer constrained by
triplet state pile up, we could shorten each pixel dwell
time by measuring only a fraction of each decay, known
as ‘incomplete decays’ (Fig. 1a and b). However, in silico
simulations revealed large standard deviations in lifetime
determination from incomplete decays when using the
conventional three-parametric fitting, i.e. amplitude, life-
time, and offset (background) (Fig. 1c). Therefore, to im-
prove the fit accuracy, we added a short “Pre-Pulse”
period prior to each excitation gate, which provided an
additional independent measurement that in principle
corresponds to the offset (Fig. 1b). With the offset mea-
sured by the pre-pulse, the decay could be fitted using a
single-exponential model with only two parameters:
amplitude and lifetime. In silico simulations showed that
standard deviations in lifetime estimations from incom-
plete decays with pre-pulse were significantly reduced
compared to those without pre-pulse, and were similar
to those determined using ‘complete’ decays (Fig. 1c and
Additional file 1: Figure S2A and B). This way, not only
was the scanning rate improved by additional ~ 2.5-fold,
but the speed of lifetime image acquisition was improved
by ~ 2.5-fold for a chosen level of precision (e.g., 5%
error in lifetime estimation), compared to that using the
complete decays regimen. Taken together, by combining
frame-priority scanning with pre-pulse-enabled incom-
plete decay measurements in the FaST-PLIM regimen,
we could obtain one high resolution lifetime image for
PtP-C343 in as little as one to several minutes while im-
aging fluorescence at the desired rate of 2 images per
minute. A more detailed description of the animal
models and imaging and in silico modeling procedures
is provided in the subsequent sections.

Mouse acute lymphocytic leukemia imaging model
CD11c-EYFP mice [28] were obtained from Dr. Michel
Nussenzweig, The Rockefeller University, New York,
NY; hCD2-DsRed mice [29] were from Dr. Dimitris
Kioussis, The National Institute for Medical Research,
Mill Hill, London, U.K. The mouse strains were inter-
bred to yield a double reporter strain. Male and female
mice 6 to 12 weeks of age were used for experiments,
and they were euthanized by CO2 inhalation followed by
cervical dislocation. The B-ALL mCer cell line was gen-
erated by transducing fetal liver cells with a BCR-Abl
p190 construct, following by transduction with a plasmid
encoding the mCerulean fluorescent protein [30]. These
and other cells were cultured in IMDM medium
containing 10–20% fetal bovine serum, 1%
β-mercaptoethanol, and 1% penicillin/streptomycin.
Mice were injected with 1.25 × 105 B-ALL cells i.v. in
200 μL Hank’s Balanced Salt Solution (HBSS). At speci-
fied time points, mice were anesthetized using a 10mg/
ml ketamine and 1mg/ml xylazine cocktail i.p. (at a dose
of 10 μl/g of body weight), followed by an injection of
50 μl every 20–30 min to maintain anesthesia. After de-
termining complete anesthesia by toe pinch, the scalp
skin and membrane beneath were removed surgically to
access the skull bone marrow for imaging. Following this
procedure, mice were head-immobilized with a
custom-made stereotactic holder on a heated micro-
scope stage in enclosure maintained at 37 °C throughout
the entire imaging session.

Lung metastases imaging model
Cyan fluorescent MCA-205 fibrosarcoma cells were
generated by transducing the parental cell line with
mCerulean vector. The reporter mice, as described for
the leukemia model, were injected with 2.5 × 105

MCA-205-mCer cells in 200 μL HBSS through the tail
vein. At specified time points, mice were anesthetized as
for the leukemia model, and were tracheotomized and
intubated for mechanical ventilation (Inspira, Warner
Instruments). The large lung lobe was exposed by partial
ribcage excision and immobilized for imaging using a
heated suction holder system (STH-2, VueBio.com).

Intravital oxygen and dynamic cell imaging by FaST-PLIM
In order to visualize oxygen tensions in vivo, we injected
mice with 40 μl of 1.7 mM solution of PtP-C343 oxygen
probe [19]. Imaging was performed using a two-photon
microscope system consisting of two titanium sapphire
femtosecond lasers (Mai Tai, Spectra Physic), two
electro-optical modulators (EOM) (Linos), polarization-
based merge optics, SP5 laser scanner, DMI6000 micro-
scope chassis (Leica Microsystems), and 25x NA 1.1
water immersion objective (Nikon) (Additional file 1:
Figure S1). The emitted photons were collected by a
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four-channel non-descanned detector (Leica) consisting
of two hybrid photodiode photomultiplier detectors
(HyD) and two photomultiplier detectors optically ar-
ranged with appropriate dichroic mirrors and bandpass
filters (Semrock). Laser gating and time correlated single
photon counting were managed by the SPC-150/DP-120
subsystem (Becker & Hickl). For the concurrent mode of
FaST-PLIM imaging, one laser was used at 875 nm and
~ 1.4W infrared power at laser output, and the beam in-
tensity was decreased down to 12.5 or 25% by a neutral
density filter and passed through one EOM and dual
stacked broadband polarizers. At these settings, infrared
power measured at the objective back aperture was 25–
55mW. In concurrent mode, images were captured in
256 × 256 format (2.42 μm pixel size) with bi-directional
scanning. Pixel dwell time of ~ 200 μs was obtained at 5
Hz line scan frequency, or 100 μs at 10 Hz, for example.
During each pixel dwell time, the EOM/SPC150-modu-
lated laser beam was off for 10 μs, then pulsed on for
10–30 (typically 20) μs, and again off for the remaining
time. The pulse duration was adjusted for the best bal-
ance of fluorescence and phosphorescence brightness.
Signals from one HyD detector were routed by B&H
multi-channel scaler to the “phosphorescence” channel
during the laser-off times, and to “fluorescence” channel
during laser-on times. Simultaneously, entire signals
from all four detectors were collected by the Leica SP5
system.
The rate of oxygen imaging in FaST-PLIM, i.e., the

number of accumulated phosphorescence frames needed
for given precision of lifetime estimations, was deter-
mined largely by the rate of phosphorescence photons
and the noise. To minimize the number of frame accu-
mulations, we considered the trade-off between tem-
poral vs. spatial resolution. Accepting spatial resolution
in the order of a single lymphocyte’s diameter (~ 10–
20 μm), we were not concerned with limiting laser power
to remain within the quadratic range (which would be
required for a diffraction-limited excitation spot size)
[24], and we applied short-radius circular pixel binning
prior to automated decay curve fitting for each pixel
position. This way, and using PtP-C343 at biocompatible
concentrations, enough photons were accumulated to
generate one lifetime image in 1–5 min, i.e. in just 3–12
scans. We used concurrent phosphorescence and fluores-
cence acquisition mode for specimens whose fluores-
cence was sufficiently bright when excited at
wavelengths appropriate for excitation of PtP-C343. If
one of the fluorescent labels was dim or required excita-
tion at a different wavelength, we performed acquisition
in sequential mode, in which cellular motility was im-
aged using dual laser excitation at the full duty cycle im-
mediately before or after (or between) recording the
phosphorescence. For sequential FaST-PLIM imaging,

the fluorescence component data were captured for 5–
30min in 512 × 512 format (1.41 μm pixel size) at 600
Hz bi-directional line scan frequency, in up to eight
channels (two lasers x four detectors), followed (or pre-
ceded) by the phosphorescence component for 1–5 min,
as in the concurrent mode.

Lifetime data analysis
Post-acquisition image processing pipeline included con-
version of lifetimes into oxygen partial pressures (pO2)
and co-registering the phosphorescence channel with
fluorescence channels for oxygen and cell movement
cross-examination. Phosphorescence lifetimes were de-
termined using single-exponent model in SPCI 6 soft-
ware (B&H):

yn ¼ Ane
− t−tnð Þ=τn þ bn

Where y is the number of photons, assuming analog
response and no shot noise; n is the pixel index, A is the
amplitude; t is time; tn is the decay start time; τ is the
lifetime; and b is the background (offset). The offset set-
ting was for the pre-pulse time bins. Up to ~ 5 circular
binning was used to reach the average amplitude of at
least 100 photons per binned pixel, with less binning for
stronger signals. At 5 binning, the effective spatial reso-
lution of phosphorescence was in the order of ~ 25 μm,
i.e., comparable to the diameter of a T cell. In incom-
plete decays with non-descanned detection, decay carry-
over will cause overestimation of the offset, which would
propagate to lifetime. At the current conditions, there is
maximum 0.3% offset error (for τ = 50 μs, pulse-to-pulse
time ≥ 290 μs), lifetime error similar. The phosphores-
cence lifetime images were converted into pO2 (mmHg)
images based on a Stern-Volmer calibration curve [19]
(Microsoft Excel 2017).

Contextual cell tracking
The fluorescence lif-format files and pO2 image se-
quences were combined in the Imaris 8.4.2 analysis soft-
ware (Bitplane AG, Saint Paul, MN). Voxel dimensions
were specified according to the objective used for image
acquisition. If drift was present, it was corrected based
on tracked landmark features. T cell motility was ana-
lyzed using the automated spot detection followed by
autoregressive spot tracking and manual error correc-
tion. Quantitative analyses were done on all tracks with
duration > 5min, typically. Oxygen tension channel was
Gaussian kernel 3 smoothed and the individual T
cell-centered local oxygen tensions were the averages in
cell-sized circular areas (~ 8 μm diameter).
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Software for acquisition and analysis
Image acquisition and initial processing was performed
using LAS 2.7 (Leica Microsystems) for intensity data,
and SPCM 9.77 (Becker & Hickl) for time-resolved data.
Further image processing and analysis was conducted
using SPCImage 6 and 7 (B&H), IMARIS 8.4.2 (Bitplane,
Inc.), ImageJ 1.51w (NIH), Anaconda Python Distribu-
tion 5.1 and Python 3.5.5.

In silico simulations
Simulations were performed using Microsoft Excel 2016
with Analysis Pack, Virtual Basic for Applications (VBA)
and Realstats Resource Pack (real-statistics.com). Simu-
lation conditions were: 150 photons per decay, 3:1 phos-
phorescence to background ratio, Monte Carlo Poisson
(shot) photon noise, 256 time bins, 10 μs pre-pulse or no
pre-pulse, 20 μs excitation gate. For the “conventional”
complete decay method, the dwell time was 500 μs, and
for the partial decay with or without pre-pulse, the dwell
time was 100 μs.

Statistical analysis
The two-sided student’s t-test was used to evaluate the
null hypothesis that there was no difference between
two groups, and a p-value of < 0.05 was considered sta-
tistically significant a priori. ANOVA with Tukey mul-
tiple comparison test was used where the means of more
than two groups were to be compared simultaneously.
Pearson’s correlation was used to evaluate correlations
between two variables. r values > 0.1 with corresponding
p values < 0.05 were considered to be significant a priori.

Results
Performance of FaST-PLIM in oxygen imaging in vitro and
in vivo
To evaluate FaST-PLIM, we imaged PtP-C343 solutions
that were equilibrated with air (21% oxygen) or deoxy-
genated using glucose/glucose oxidase/catalase enzym-
atic system. We observed the expected short and long
lifetimes, respectively (Additional file 1: Figure S3A).
The deviation of lifetime values across the fields of view
was satisfactorily narrow (respectively ~ 10 and 12% full
width at half maximum). Next, we considered that al-
though using incomplete decays would not affect life-
time estimation for monoexponential decays, some
underestimation could occur for a probe with multiple
lifetime components such as PtP-C343 [16, 31]. Tested
experimentally, the minimum duration of a decay meas-
urement before the apparent lifetime of PtP-C343 de-
parted from that measured by complete decay could be
as short as 70 μs (Additional file 1: Figure S3B). Inde-
pendent measurements confirmed that the oxygen cali-
bration plots constructed using complete decays (500 μs
acquisition) and shortened decays (70 μs) were nearly

super-imposable for PtP-C343 (data not shown). Thus,
with the duration of decay measurement typically set at
170 μs for a 200 μs pixel dwell time, the precision of pO2

measurements by FaST-PLIM was unaffected by the
probe’s multiexponential decay characteristic.
To further test the oxygen imaging system in vivo, we

infused PtP-C343 into C67BL/6 mice and, under
anesthesia, imaged the lung while the mouse was mech-
anically ventilated with air (~ 21% oxygen), and then
100% oxygen, and then returning the breathing back to
the air. We observed an expected decrease in the phos-
phorescence lifetimes across the lung interstitial tissue
upon inhalation of 100% oxygen, and then an increase
back to the baseline following transition back to air (Fig.
1d). For an opposite response, we imaged PtP-C343
phosphorescence lifetimes in the calvarial bone marrow
(BM). Imaging through the intact skull, we observed
phosphorescence in the lumens of blood vessels and,
consistent with permeability of BM vasculature, in inter-
stitial space at lower intensities (Fig. 1e). Lifetime images
revealed expected gradients of lifetime values with in-
creasing lifetimes along the length of capillaries with the
direction of blood flow (Fig. 1e and f). The calculated
average BM pO2 of ~ 27 mmHg was in agreement with a
prior report (< 32mmHg) [19]. As expected, we ob-
served a widespread increase of the phosphorescence
lifetimes within minutes of specimen asphyxiation (Fig.
1g). A more detailed analysis of oxygen gradients in
healthy and pathological tissues is a topic of separate re-
port. Thus far, these in vitro and in vivo results demon-
strated the capacity of FaST-PLIM to image the entire
range of pO2 at a pixel binning-dependent spatial reso-
lution of about 25 μm in one to several minutes.

Oxygen experience and motility dynamics of T cells in
healthy vs. leukemic bone marrow
Using FaST-PLIM, we investigated the motility of BM
infiltrating T cells in the context of available oxygen. For
this purpose, we infused PtP-C343 and, in some experi-
ments, TRITC-dextran (a blood supply label) intraven-
ously into healthy dual fluorescent mice harboring T cell
lineage reporter hCD2-DsRed [29] and dendritic cell
lineage reporter CD11c-YFP [28] transgenes. Using the
concurrent acquisition with the scanning rate of one
frame in 26 s, we captured the pO2 along with fluores-
cence (Fig. 1h). In these specimens with additional
strong fluorescence, we noted that the use of pre-pulse
in our FaST-PLIM method was very effective in reducing
the undesirable lifetime/offset cross-talk resulting from
residual fluorescence excitation during the ‘laser-off ’
period due to imperfect dynamic range of the EOM laser
gating device (Additional file 1: Figure S4). As expected,
the frame rate of one multi-channel fluorescence image
in 26 s was suitable for tracking relatively fast moving
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cells such as T-lymphocytes. Combining T cell tracks
with the pO2 images revealed individual T cell move-
ments in the context of local pO2 landscapes (Fig. 1h-i).
The observed range of T cell pO2 and instantaneous vel-
ocity values spanned from, respectively, less that 5 to
about 60 mmHg and 0 to several tens of μm/s and the
most frequently observed T cell pO2 was in the 20–30
mmHg range (Fig. 1j). Using the sequential FaST-PLIM
mode, we tracked T cells either before or after the phos-
phorescence image capture, and verified that T cell mi-
gration velocities were unaffected by oxygen imaging,
and vice versa, that oxygen levels were similar before
and after cell tracking session. The concurrent and se-
quential FaST-PLIM modes were equivalent in revealing
T cell motility and oxygen distribution (data not shown).
Development of low oxygen partial pressures in

leukemic bone marrow is a known characteristic of acute
leukemias including in patients [4, 32–34]. To compare
tissue oxygenation and T cell dynamics in healthy BM to
that in BM with acute lymphoblastic leukemia (ALL), we
infused the immune competent CD2-DsRed/CD11c-YFP
dual fluorescent mice with syngeneic cyan-fluorescent
leukemia cells transformed by the BCR-Abl fusion pro-
tein expression. In this B-cell ALL model, cancerous
cells invaded the BM and caused animal demise within
several weeks. Focusing on advanced-stage disease, oxy-
gen images revealed frequent presence of pockets of
considerable hypoxia (less than 5 mmHg of oxygen) that
were interspersed between perivascular regions of rela-
tively high oxygen and spanned tens to hundreds of mi-
crometers each (Fig. 2a). We observed lower average
oxygen tensions (pO2 = 22.0 mmHg vs. 27.4 mmHg) over
whole fields of view, and slightly shallower oxygen gradi-
ents in the leukemic BM compared to that in healthy
mice, but variability was large and the differences in
whole field of view pO2 values did not reach statistical
significance (Fig. 2b and Additional file 1: Figure S5A).
Remarkably, T cells were present in leukemic BM, in-
cluding in advanced-stage ALL (Fig. 2a). The local oxy-
gen levels experienced by individual T cells in leukemic
BM were quite low, averaging only ~ 18 mmHg, and
were substantially lower than that experienced by T cells
in healthy BM (~ 29 mmHg) (Fig. 2c). This relationship
was related to an increased proportion of T cells experi-
encing low (< 10 mmHg) and very low (< 5 mmHg) levels
of oxygen in leukemia (Additional file 1: Figure S5B).
Time lapse recordings revealed overall slower pace of

T cell migration in leukemic BM compared to that in
healthy BM (respectively, 3.6 μm/min vs. 5.2 μm/min, p
< 0.05). Using FaST-PLIM, we performed contextual
analysis of the instantaneous measures of T cell dynam-
ics with respect to the local pO2 for each cell position in
its path of movement. Both in healthy and leukemic BM,
T cell velocity in sites of pO2 below 5mmHg was slower

than in sites of pO2 above this level. This analysis re-
vealed a coincidence between low T cell velocities and
oxygen levels below 5mmHg, i.e., in areas of hypoxia
(Fig. 2d). In the hypoxic areas, T cell velocities averaged
only 2.70 μm/min compared to substantially higher vel-
ocities above 5 mmHg of oxygen (Fig. 2e). A similar rela-
tionship was found for T cell acceleration, which was
lower in pO2 below 5mmHg compared to that in higher
levels (Additional file 1: Figure S5C). Consistent with
slower migratory velocities in areas of hypoxia, the pro-
portion of T cell time spent in the areas with pO2 below
5mmHg was much higher in BM with advanced-stage
ALL than in the controls (1.07% vs. 0.007%, respect-
ively). These results showed that T cells present in the
leukemic BM were exposed to the hypoxic microenvi-
ronments and their motility was compromised in the
leukemic BM and especially in the sites of tissue
hypoxia.

Decreased motility of TILs in solid tumor core hypoxia
and re-invigoration by hyperoxygenation
Decreased oxygen availability is a typical characteristic
of solid tumors. To analyze T cell-oxygen interactions in
solid tumors, we infused the dual reporter hCD2-DsRed
/ CD11c-YFP mice with MCA205-mCer fibrosarcoma
cells through the tail vein, which resulted, two weeks
later, in multiple tumor nodules in the lung. These tu-
mors were infiltrated by T cells, and most of the TILs
were distributed around the tumor periphery, while the
rest (~ 10–30%) penetrated the tumor itself (Fig. 3a).
Oxygen images showed that most of the large lung
tumor nodules exhibited prominent hypoxic areas (pO2

below 5mmHg) in tumor cores, and that the hypoxic re-
gions were interspersed with areas of shallow normoxia
near blood vessels (Fig. 3a). The average T cell in the
tumor core experienced only 11.8 mmHg oxygen vs.
23.3 mmHg in the margin (p < 0.05) (Fig. 3b). Reminis-
cent of the bone marrow model, the contextual analysis
of the relation between TIL motility and the local oxy-
gen concentrations in solid tumors showed that TILs ex-
hibited slower migration kinetics in the sites of hypoxic
oxygen tensions (i.e., below 5mmHg) than in the sites
where the local pO2 was greater than 5 mmHg (Fig. 3c).
Overall, when the animal was ventilated with air (~ 21%
oxygen), we observed an inverse correlation between T
cell motility inside tumor and the T cell distance from
tumor margin (r = − 0.13, p < 0.0001), which correlation
was similar to that between T cell oxygen experience
and the T cell to tumor margin distance (Fig. 4a). In fact,
many of the tumor core T cells appeared stalled.
Using this model, we tested TIL response to animal

hyperoxygenation. For this purpose, we changed the ani-
mal ventilation from air to 100% oxygen and re-assessed
both the local oxygen levels and TIL motility by
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FaST-PLIM. Within minutes of supplementary oxygen
delivery, oxygen levels increased throughout lung tissue
including the hypoxic tumor cores, which became par-
tially re-oxygenated (Fig. 4a and b). On average, the oxy-
gen experienced by T cells within the entire tumor
microenvironment increased from 21.7 mmHg to 180
mmHg, and in the tumor core from 11.8 mmHg to 56.4
mmHg. Interestingly, whereas the average T cell velocity
was very slow in the tumor core during air breathing
(1.84 μm/min), which was only about half of that in the
margins at the same time (3.62 μm/min, p < 0.05) (Fig.
4a and c), many of the stalled tumor core T cells became
motile within minutes of tumor hyper-oxygenation. On
average, the velocities of the T cells in tumor core in-
creased to 3.30 μm/min on average (p < 0.05), i.e., close

to the velocities of T cells in tumor margins, in response
to animal hyperoxygenation. At the same time, T cell
velocities in the tumor margin remained largely un-
changed (Fig. 4c).

Discussion
Prior studies demonstrated that animal hyperoxygena-
tion may enhance the efficacy of anti-tumor immune
therapies [9, 35]. In this report, we used a novel imaging
regimen that enables high-resolution oxygen imaging in
compatibility with fluorescence-based cellular tracking
to reveal the in vivo relationship between the local oxy-
gen partial pressures in tumors and the motility dynam-
ics of tumor infiltrating T cells. The ability of our
FaST-PLIM method (Fast Scanning Two Photon

Fig. 2 Relationship between T cell dynamics and oxygen distribution in bone marrow of mice with or without B-ALL. a Low magnification
confocal images and high magnification FaST-PLIM images of the calvaria. FaST-PLIM images are for the fields of view indicated with the dashed
squares. “b” indicates the areas of bone and no signal from the probe. The specimens are exposed skulls in anesthetized mice transgenic for CD2-
DsRed (red, T cells) / CD11c-YFP (green, myeloid cells) and infused with blood tracer dye dextran-TRITC and PtP-C343 probe. The blue represents
B-ALL-mCerulean fluorescence in the mouse inoculated, about 2 weeks earlier, with the leukemia. b Mean oxygen tension in the entire BM cavity
of non-leukemic (“NL”), end-stage leukemic (“ESL”), and asphyxiated (“D”) mice. Each symbol represents a single FOV. c Oxygen experience of
bone marrow T cells. Each point represents a readout for one T cell in one time point (n > 30,000 per group). d Overall relation between the
average T cell velocity and pO2. The range was analyzed in intervals of 5 mmHg. e Comparison of T cell velocities in pO2 below or above 5
mmHg in leukemic mice. Each symbol represents a T cell instance (n > 30,000 per group). Pooled from more than 2 FOVs per mouse in at least 3
mice per group. Symbol * denotes p < 0.05 determined by Student’s T-test. Error bars show standard deviations

Rytelewski et al. Journal for ImmunoTherapy of Cancer            (2019) 7:78 Page 8 of 13



Phosphorescence Lifetime Imaging Microscopy) to map
in vivo oxygen gradients along with cellular dynamics re-
vealed that tumor hypoxia contributes to TIL motility
slowdown. Our findings of hypoxia in the core regions
of solid tumors as well as in the bone marrow of mice
with late-stage leukemia are consistent with previous re-
ports using other methods of oxygen evaluation [4, 36].
However, our determination that TILs were less agile at
oxygen concentrations below 5mmHg, and that stalled
T cells inside solid tumors could be re-invigorated by
tumor hyper-oxygenation, represent novel findings.
Cellular motility is associated with high energy expen-

ditures to generate ATP supply to power the activity of
molecular motors and other cellular processes involved
in cell movements. Activated lymphocytes meet their

energy demands largely through oxygen-independent
metabolism such as glycolysis and glutaminolysis, com-
pared with primarily oxidative metabolism in naïve and
memory states. This metabolic shift is thought to be ad-
vantageous for lymphocyte functioning in the sites of
hypoxia-causing pathologies including in cancer [37–43].
In this respect, the previously reported effectiveness of
hyperoxic treatment in the improvement of anti-tumor
immune responses [9, 35] and, here, our finding of
oxygen-effected TIL motility reinvigoration, together
suggest that this metabolic shift is not absolute, and that
oxygen is still utilized by TILs or TIL subsets such as for
cellular migration. Considering that the increase of TIL
motility in response to hypoxia reduction was relatively
rapid (minutes), our results suggest that the reliance of

Fig. 3 Oxygen distribution and T cell dynamics in solid MCA tumors in lungs, and T cell response to supplementary oxygen. a Intravital FaST-
PLIM images of solid tumor in the lung of a mouse transgenic for hCD2-DsRed (T cell reporter, red) and CD11c-YFP (dendritic cell/macrophage
reporter, green). Cancer cells (MCA-205) express mCerulean fluorescence (blue). Blood supply was labeled with TRITC-dextran (purple), co-infused
with PtP-C343. T cells were tracked for 30 min and shown is one time point. The lifetime is that of PtP-C343 phosphorescence, contemporaneous
with the corresponding fluorescence images. b pO2 experienced by T cells in the tumor margin (TM) vs. tumor core (TC) during the mouse
breathing air. c T cell instantaneous velocities in the local pO2 < 5mmHg vs. that in pO2 > 5mmHg. Each symbol represents a T cell instance (n >
5000). Graphs display data from representative tumor FOVs. * denotes p < 0.05 determined by Student’s T-test. Vertical bars represent
standard deviations
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TIL motility on oxygen reflects an intrinsic metabolic
process. Given our results in the leukemia model show-
ing T cell motility decrease in advanced disease across
oxygen levels above 5 mmHg (Fig. 2d), hypoxia cannot
be the only factor behind the slowdown of T cells in
leukemic marrow. Unfortunately, the extent of hypoxia
contribution to this slowdown could not be determined
because supplementary oxygen did not significantly
increase bone marrow pO2 during imaging, likely
reflecting a high metabolic activity and vascular
disorganization in this model (Harutyunyan, Rytelewski
et al., manuscript in preparation). Thus, we do not
exclude the possibility of additional mechanisms, such
as through modulation of other cells and/or the
microenvironment.
While animal hyperoxygenation restored the motility

of T cells in a tumor’s core in apparent correlation with
alleviating the local hypoxia (defined as pO2 < 5mmHg),

this treatment did not substantially change the motility
of T cells in the tumor margin. Our favored explanation
for this observation is that T cell motility is limited by
oxygen availability only in quite low oxygen levels; i.e.
below about 5–10 mmHg, whereas tumor margins were
relatively well oxygenated and T cell motility there was
already quite high. This oxygen dependence pattern is
consistent with the highly non-linear nature of the de-
pendence of the cellular energy state (ATP/[ADP*Pi]) on
the average pO2 [44] and references therein. Our results
indicate that there is a certain threshold in oxygen con-
centration, below which the energy state is insufficient
for the cellular machinery involved in motility to operate
at its normal level. On the other hand, our results sug-
gest that oxygen is no longer a limiting factor for TIL
motility once its levels are greater than this threshold,
currently estimated at about 5 mmHg, in keeping with
the capacity of activated T cells for non-oxidative

Fig. 4 Response of tumor infiltrating T cell motility to changing the specimen breathing from air (21% oxygen) to 100% oxygen. a The same
tumor as in Fig. 3 was imaged by FaST-PLIM while the mouse was breathing air (upper row) or about 30 min after breathing change to oxygen
(lower row). From the left: images of oxygen tensions (pO2), T cell tracks overlaid on pO2; relation of intratumoral T cell pO2 experience to the
distance to tumor margin; corresponding relation of T cell instantaneous velocity to the distance to tumor margin. b Local pO2 for T cells located
in tumor core when the mouse was breathing air vs. that for breathing oxygen. c Local velocities of tumor infiltrating T cells (TIL) in tumor core
(TC) or tumor margin (TM) while the mouse was breathing air and after breathing oxygen. Each symbol represents a T cell instance (n > 5000).
Graphs display data from representative tumor FOV. * denotes p < 0.05 determined by Student’s T-test. Vertical bars represent standard deviations.
r = Pearson’s coefficient
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metabolism. FaST-PLIM should be instrumental for fur-
ther mechanistic elucidation of these and other relation-
ships, including in the context of therapeutically-induced
responses. In combination with appropriate cellular
lineage and functional reporters, it should also reveal
other oxygen dependencies of various immune cell types
and lymphocyte subsets and activation stages.
This work introduces the FaST-PLIM method, which

represents an easily implemented yet powerful merger of
modified two-photon phosphorescence lifetime micros-
copy with classical two-photon microscopy. The main
benefits of FaST-PLIM include the improvement of im-
aging efficiency for lifetime imaging and compatibility
with fluorescence tracing. Its current spatial resolution
for oxygen (approximately 5–10 μm in X-Y and 15–
20 μm in Z for PtP-C343) is suitable for visualizing oxy-
gen gradients and for reading out pO2 in a location of a
single cell. The corresponding temporal resolution of
one to several minutes for oxygen is appropriate for bio-
logical systems where oxygen gradients are steady or
slowly changing. The response to oxygen inhalation is
one example. On the fluorescence side, the attained rate
of scanning affords the ability to track the dynamics of
cellular processes such as that of fast T cell movements.
Because the corresponding data can be acquired concur-
rently, the relation between cellular dynamics and oxy-
gen mapping is relatively robust when faced with slow
oxygen changes. The alternative, sequential FaST-PLIM
mode enables capturing of dim fluorescence at an unre-
strained sensitivity at the price of a temporal shift be-
tween the oxygen and fluorescence recordings.
Significant performance improvement in oxygen im-

aging using FaST-PLIM was realized by measuring ‘in-
complete decays’ in conjunction with the use of
pre-pulse. The high temporal efficiency of the
FaST-PLIM strategy comes in part from its effective use
of the system’s pixel-to-pixel lag time, which lag time is
otherwise unproductive and may be difficult to avoid.
The use of incomplete decay acquisition approach is po-
tentially complicated by the presence of multiple lifetime
components in probe phosphorescence when using sin-
gle exponential fitting [31]. Due to the structural com-
plexity and a multitude of conformations constituting
the excited state ensemble at any given time, phosphor-
escence decays of dendritically-protected phosphores-
cent probes, such as PtP-C343, are characterized by
multi-component decays [16], and the relative ampli-
tudes of short and long lifetimes could, in principle, vary
over the pO2 range. These phenomena have been ad-
dressed by us (SV) in detail previously [16, 26]. In short,
non-single-exponentiality, if treated properly, does not
reduce accuracy of the lifetime/pO2 determination. In-
deed, as long as the decay model used to fit the experi-
mental data is the same as that used in the calibrations,

Stern-Volmer like plots can be applied to convert the
‘apparent’ lifetimes into pO2 even if the decays are not
fitted with the best possible χ2 values. Thus, considering
that achieving high pO2 accuracy is more reliant on the
mathematical uniformity between measurements and
calibration methods than on the fitting model exactness,
we opted for single exponential fitting. Having said that,
the issue of the decay exponentiality was addressed by
us experimentally (Additional file 1: Figure S3B and C)
and by mathematical modeling in this work as well. Our
results show that the single exponent model is completely
adequate for fitting phosphorescence decays truncated at
no less than 70 μs, as was done in our experiments. Fur-
thermore, comparison of the Stern-Volmer plots obtained
using such truncated decays and of those constructed using
‘complete’ decays revealed that the difference between the
two was negligible. Hence, we concluded that single expo-
nent model, combined with our decay truncation approach,
is adequate, and it should remain adequate down to the sin-
gle cell resolution level, as long as the focal volume contains
an ensemble of excited state molecules. This was certainly
the case in our experiments. Another potential source of
oxygen measurement error is related to the fact that the
pre-pulse readout consists of both the true offset and
superimposed tail photons from the previous pixel. If the
carryover contribution is significant and unaccounted for,
this effect of non-descanned detection may in principle lead
to lifetime underestimation. However, the impact of signal
carryover is relatively benign at excitation intervals of ~ 4x
the longest lifetimes [31], which is our current implementa-
tion. In particular, the combined carryover is minimized to
as little as < 1% of the phosphorescence amplitude for decay
time of 50 μs and even less for shorter lifetimes, and no life-
time underestimation was observed for incomplete decays
of more than 70 μs. Overall, the precision of lifetime and
pO2 estimations in FaST-PLIM was determined largely by
the noise, hence by the number of accumulated phosphor-
escence frames.
The FaST-PLIM method could be pushed toward

higher temporal performance for both oxygen and fluor-
escence imaging frame rates, for example to study oxy-
gen landscape fluctuations and/or faster cellular
responses. This could be accomplished in several ways,
including by further shortening of pixel dwell time and
by sacrificing some precision of pO2 measurements. For
pixel dwell time shortening, possible approaches include
to use a more involved fitting model that would account
for the effect of pixel-to-pixel decay tail carryover, and
to calibrate the probe for short decay measurements. Of
note, because shortening of unitary acquisition cycles is
contingent on using the frame-by-frame imaging mode
for avoiding triplet saturation, FaST-PLIM is not advan-
tageous for solitary spot measurements with high tem-
poral resolution per pixel. Nonetheless, FaST-PLIM is
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potentially beneficial for multi-spot measurements,
where it could accelerate data acquisition by enabling in-
complete decay measurements, if the ability to move the
excitation rapidly between the spots is available. The
spatial resolution of FaST-PLIM could be increased as
well, up to diffraction limit, by using less binning, denser
pixel spacing, and lower laser powers; however, requiring
more frame accumulations, the speed of such imaging
would be proportionally slower.

Conclusions
By directly visualizing the relationship between local oxygen
concentrations and TIL motility using FaST-PLIM, this
study reveals that tumor hypoxia plays a quantitative and
reversible role in TIL migratory slowdown, and it demon-
strates that the slow immune surveillance motility of tumor
core TILs can be boosted by alleviating tumor hypoxia
through breathing supplementary oxygen. These results
add to the variety of mechanisms by which tumor hypoxia
disrupts tumor immune surveillance. Considering that
non-motile T cells cannot interact with enough target cells
for their cytotoxic functions to be consequential [45, 46],
our results bring up the possibility that the previously re-
ported therapeutic benefits of supplementary oxygen in ex-
perimental tumor immunotherapy could be in part
mediated by TIL motility upregulation. Exactly how the
role of oxygen availability TIL motility is mediated at a mo-
lecular level, and how the enhancement of TIL motility by
tumor oxygenation would contribute to the efficacy of
tumor immune therapies remains to be uncovered, for
which task the FaST-PLIM method is advantageous. With
the ability to map tissue oxygen in vivo at cellular reso-
lution along with cell dynamics, the FaST-PLIM method is
useful for mechanistic studies in a variety of living bio-
logical systems for which oxygen is of interest, ranging from
body morphogenesis to stem cell mobility, tissue healing,
tumor invasiveness and, as we studied, tumor immune
surveillance.

Additional file

Additional file 1: Figure S1. Schematic diagram of signal routing for
FaST-PLIM. Figure S2. Performance and precision benefits of Pre-Pulse in
FaST-PLIM. Figure S3. Characterization of FaST-PLIM performance in vitro.
Figure S4. Reduction of lifetime-offset cross-talk using Pre-Pulse. Figure
S5. Additional quantification of oxygenation and T cell dynamics in
healthy and leukemic BM by FaST-PLIM. Figure S6. Example of an ana-
lysis of T cell motility and oxygen tensions with respect to the distance
from tumor inside to tumor margin. (PDF 1667 kb)

Abbreviations
2p: Two-photon; ALL: Acute lymphoblastic (lymphocytic) leukemia;
EOM: Electro-optical modulator device; FaST-PLIM: Fast-scanning two-photon
phosphorescence lifetime imaging microscopy; PLIM: Phosphorescence
lifetime imaging microscopy; pO2: Partial pressure of oxygen; TIL: Tumor-
infiltrating lymphocyte

Acknowledgements
Special thanks go to Dr. Wolfgang Becker for invaluable technical support.
We are grateful also to Hubert Zal, Victoria University, Wellington, New
Zealand, for assistance with programming in Matlab and in silico simulations.

Funding
This work is supported by grants NCI R01CA155056 and CPRIT MIRA 160683
to TZ and MK, and grants EB018464 and NS092986 from the National
Institutes of Health (USA) to SAV. MR is the recipient of a post-doctoral fel-
lowship from the Canadian Institutes of Health Research (CIHR).

Availability of data and materials
The imaging datasets generated and/or analysed during the current study
are not publicly available due size and format restrictions but are available
from the corresponding author on reasonable request. The simulation
software will be provided upon qualified request in form of an xlsm file.

Authors’ contributions
MR performed, analyzed and interpreted most experiments, generated
figures and wrote the manuscript. KH generated the leukemia cell model. FN
contributed to calvaria specimen development and image analysis. MS
assisted with animal model manipulations. PW generated images of intensity
gradients. MAZ developed calvaria and lung specimen preparations for
intravital microscopy. CHC contributed to TCSPC hardware setup, initial PLIM
imaging and leukemia model characterization. MEK, SP and SAV generated
and developed PtP-C343 and SAV provided PtP-C343. MK was a major con-
tributor in leukemia project design and MK and SAV were major contributors
in writing the manuscript. TZ conceptualized the study, developed the im-
aging system, established the lung tumor imaging model, performed in silico
simulations, analyzed and interpreted data, provided overall oversight, and
wrote the manuscript. All authors read and approved the final manuscript.

Authors’ information
TZ is the founder and co-director of Advanced Microscopy Core Facility and
intravital tumor immune imaging program at the University of Texas MD An-
derson Cancer Center, and is interested in new challenges.

Ethics approval
All animal work ethics was approved by the Institutional Animal Care and
Use Committee under protocol number 00000878-RN02. Human studies: not
applicable.

Consent for publication
Not applicable.

Competing interests
TZ has ownership interest in VueBio.com. Other authors report no conflict of
interest.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.

Author details
1Department of Immunology, University of Texas MD Anderson Cancer
Center, U902, 7455 Fannin St, Houston 77054, TX, USA. 2Department of
Leukemia, University of Texas MD Anderson Cancer Center, Houston, TX,
USA. 3School of Engineering, University of Guelph, Guelph, Canada.
4Departments of Biochemistry and Biophysics and of Chemistry, University of
Pennsylvania, Philadelphia, PA, USA.

Received: 3 January 2019 Accepted: 21 February 2019

References
1. Loeffler DA, Keng PC, Baggs RB, Lord EM. Lymphocytic infiltration and

cytotoxicity under hypoxic conditions in the EMT6 mouse mammary tumor.
Int J Cancer. 1990;45(3):462–7.

2. Jayaprakash P, Ai M, Liu A, Budhani P, Bartkowiak T, Sheng J, et al. Targeted
hypoxia reduction restores T cell infiltration and sensitizes prostate cancer
to immunotherapy. J Clin Invest. 2018;128(11):5137–49.

Rytelewski et al. Journal for ImmunoTherapy of Cancer            (2019) 7:78 Page 12 of 13

https://doi.org/10.1186/s40425-019-0543-y


3. LaGory EL, Giaccia AJ. The ever-expanding role of HIF in tumour and
stromal biology. Nat Cell Biol. 2016;18(4):356–65.

4. Benito J, Shi Y, Szymanska B, Carol H, Boehm I, Lu H, et al. Pronounced
hypoxia in models of murine and human leukemia: high efficacy of
hypoxia-activated prodrug PR-104. PLoS One. 2011;6(8):e23108.

5. Wei J, Wu A, Kong LY, Wang Y, Fuller G, Fokt I, et al. Hypoxia potentiates
glioma-mediated immunosuppression. PLoS One. 2011;6(1):e16195.

6. Petrova V, Annicchiarico-Petruzzelli M, Melino G, Amelio I. The hypoxic
tumour microenvironment. Oncogenesis. 2018;7(1):10.

7. Chouaib S, Noman MZ, Kosmatopoulos K, Curran MA. Hypoxic stress:
obstacles and opportunities for innovative immunotherapy of cancer.
Oncogene. 2017;36(4):439–45.

8. Schito L, Rey S, Konopleva M. Integration of hypoxic HIF-alpha signaling in
blood cancers. Oncogene. 2017;36(38):5331–40.

9. Hatfield SM, Kjaergaard J, Lukashev D, Schreiber TH, Belikoff B, Abbott R, et
al. Immunological mechanisms of the antitumor effects of supplemental
oxygenation. Sci Transl Med. 2015;7(277):277ra30.

10. Sitkovsky M, Lukashev D. Regulation of immune cells by local-tissue oxygen
tension: HIF1 alpha and adenosine receptors. Nat Rev Immunol. 2005;5(9):712–21.

11. Clever D, Roychoudhuri R, Constantinides MG, Askenase MH, Sukumar M,
Klebanoff CA, et al. Oxygen sensing by T cells establishes an
immunologically tolerant metastatic niche. Cell. 2016;166(5):1117–31.e14.

12. Varia MA, Calkins-Adams DP, Rinker LH, Kennedy AS, Novotny DB, Fowler
WC Jr, et al. Pimonidazole: a novel hypoxia marker for complementary study
of tumor hypoxia and cell proliferation in cervical carcinoma. Gynecol
Oncol. 1998;71(2):270–7.

13. Passaro D, Di Tullio A, Abarrategi A, Rouault-Pierre K, Foster K, Ariza-
McNaughton L, et al. Increased vascular permeability in the bone marrow
microenvironment contributes to disease progression and drug response in
acute myeloid leukemia. Cancer Cell. 2017;32(3):324–41.e6.

14. Jamali S, Klier M, Ames S, Barros LF, McKenna R, Deitmer JW, et al. Hypoxia-
induced carbonic anhydrase IX facilitates lactate flux in human breast
cancer cells by non-catalytic function. Sci Rep. 2015;5:13605.

15. Erapaneedi R, Belousov VV, Schafers M, Kiefer F. A novel family of
fluorescent hypoxia sensors reveal strong heterogeneity in tumor hypoxia
at the cellular level. EMBO J. 2016;35(1):102–13.

16. Finikova OS, Lebedev AY, Aprelev A, Troxler T, Gao F, Garnacho C, et al.
Oxygen microscopy by two-photon-excited phosphorescence.
Chemphyschem. 2008;9(12):1673–9.

17. Sakadzic S, Roussakis E, Yaseen MA, Mandeville ET, Srinivasan VJ, Arai K, et al.
Two-photon high-resolution measurement of partial pressure of oxygen in
cerebral vasculature and tissue. Nat Methods. 2010;7(9):755–9.

18. Lecoq J, Parpaleix A, Roussakis E, Ducros M, Goulam Houssen Y, Vinogradov
SA, et al. Simultaneous two-photon imaging of oxygen and blood flow in
deep cerebral vessels. Nat Med. 2011;17(7):893–8.

19. Spencer JA, Ferraro F, Roussakis E, Klein A, Wu J, Runnels JM, et al. Direct
measurement of local oxygen concentration in the bone marrow of live
animals. Nature. 2014;508(7495):269–73.

20. Roussakis E, Spencer JA, Lin CP, Vinogradov SA. Two-photon antenna-core
oxygen probe with enhanced performance. Anal Chem. 2014;86(12):5937–45.

21. Vanderkooi JM, Maniara G, Green TJ, Wilson DF. An optical method for
measurement of dioxygen concentration based upon quenching of
phosphorescence. J Biol Chem. 1987;262(12):5476–82.

22. Devor A, Sakadzic S, Saisan PA, Yaseen MA, Roussakis E, Srinivasan VJ, et al.
“Overshoot” of O (2) is required to maintain baseline tissue oxygenation at
locations distal to blood vessels. J Neurosci. 2011;31(38):13676–81.

23. Sakadzic S, Mandeville ET, Gagnon L, Musacchia JJ, Yaseen MA, Yucel MA, et
al. Large arteriolar component of oxygen delivery implies a safe margin of
oxygen supply to cerebral tissue. Nat Commun. 2014;5:5734.

24. Sinks LE, Robbins GP, Roussakis E, Troxler T, Hammer DA, Vinogradov SA.
Two-photon microscopy of oxygen: polymersomes as probe carrier vehicles.
J Phys Chem B. 2010;114(45):14373–82.

25. Rumsey WL, Vanderkooi JM, Wilson DF. Imaging of phosphorescence: a
novel method for measuring oxygen distribution in perfused tissue. Science.
1988;241(4873):1649–51.

26. Esipova TV, Karagodov A, Miller J, Wilson DF, Busch TM, Vinogradov SA. Two
new “protected” oxyphors for biological oximetry: properties and
application in tumor imaging. Anal Chem. 2011;83(22):8756–65.

27. Howard SS, Straub A, Horton N, Kobat D, Xu C. Frequency multiplexed in
vivo multiphoton phosphorescence lifetime microscopy. Nat Photonics.
2013;7(1):33–7.

28. Lindquist RL, Shakhar G, Dudziak D, Wardemann H, Eisenreich T, Dustin ML,
et al. Visualizing dendritic cell networks in vivo. Nat Immunol. 2004;5(12):
1243–50.

29. Zhumabekov T, Corbella P, Tolaini M, Kioussis D. Improved version of a
human CD2 minigene based vector for T cell-specific expression in
transgenic mice. J Immunol Methods. 1995;185(1):133–40.

30. Rizzo MA, Springer GH, Granada B, Piston DW. An improved cyan
fluorescent protein variant useful for FRET. Nat Biotechnol. 2004;22(4):445–9.

31. Leung RW, Yeh SC, Fang Q. Effects of incomplete decay in fluorescence
lifetime estimation. Biomed Opt Express. 2011;2(9):2517–31.

32. Frolova O, Samudio I, Benito JM, Jacamo R, Kornblau SM, Markovic A, et al.
Regulation of HIF-1alpha signaling and chemoresistance in acute
lymphocytic leukemia under hypoxic conditions of the bone marrow
microenvironment. Cancer Biol Ther. 2012;13(10):858–70.

33. Benito J, Zeng Z, Konopleva M, Wilson WR. Targeting hypoxia in the
leukemia microenvironment. Int J Hematol Oncol. 2013;2(4):279–88.

34. Tabe Y, Konopleva M. Role of microenvironment in resistance to therapy in
AML. Curr Hematol Malig Rep. 2015;10(2):96–103.

35. Hatfield SM, Sitkovsky M. Oxygenation to improve cancer vaccines, adoptive
cell transfer and blockade of immunological negative regulators.
Oncoimmunology. 2015;4(12):e1052934.

36. Brown JM, Wilson WR. Exploiting tumour hypoxia in cancer treatment. Nat
Rev Cancer. 2004;4(6):437–47.

37. Gerriets VA, Kishton RJ, Nichols AG, Macintyre AN, Inoue M, Ilkayeva O, et al.
Metabolic programming and PDHK1 control CD4+ T cell subsets and
inflammation. J Clin Invest. 2015;125(1):194–207.

38. Pearce EL, Poffenberger MC, Chang CH, Jones RG. Fueling immunity:
insights into metabolism and lymphocyte function. Science. 2013;342(6155):
1242454.

39. Sukumar M, Liu J, Ji Y, Subramanian M, Crompton JG, Yu Z, et al. Inhibiting
glycolytic metabolism enhances CD8+ T cell memory and antitumor
function. J Clin Invest. 2013;123(10):4479–88.

40. Frauwirth KA, Riley JL, Harris MH, Parry RV, Rathmell JC, Plas DR, et al. The
CD28 signaling pathway regulates glucose metabolism. Immunity. 2002;
16(6):769–77.

41. Gnanaprakasam JNR, Sherman JW, Wang R. MYC and HIF in shaping
immune response and immune metabolism. Cytokine Growth Factor Rev.
2017;35:63–70.

42. Wang R, Dillon CP, Shi LZ, Milasta S, Carter R, Finkelstein D, et al. The
transcription factor Myc controls metabolic reprogramming upon T
lymphocyte activation. Immunity. 2011;35(6):871–82.

43. van der Windt GJ, Pearce EL. Metabolic switching and fuel choice during T-
cell differentiation and memory development. Immunol Rev. 2012;249(1):
27–42.

44. Wilson DF. Programming and regulation of metabolic homeostasis. Am J
Physiol Endocrinol Metab. 2015;308(6):E506–17.

45. Krummel MF, Bartumeus F, Gerard A. T cell migration, search strategies and
mechanisms. Nat Rev Immunol. 2016;16(3):193–201.

46. Masopust D, Schenkel JM. The integration of T cell migration, differentiation
and function. Nat Rev Immunol. 2013;13(5):309–20.

Rytelewski et al. Journal for ImmunoTherapy of Cancer            (2019) 7:78 Page 13 of 13


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Development of contextual intravital imaging of oxygen and cell dynamics
	Mouse acute lymphocytic leukemia imaging model
	Lung metastases imaging model
	Intravital oxygen and dynamic cell imaging by FaST-PLIM
	Lifetime data analysis
	Contextual cell tracking
	Software for acquisition and analysis
	In silico simulations
	Statistical analysis


	Results
	Performance of FaST-PLIM in oxygen imaging in vitro and in vivo
	Oxygen experience and motility dynamics of T cells in healthy vs. leukemic bone marrow
	Decreased motility of TILs in solid tumor core hypoxia and re-invigoration by hyperoxygenation

	Discussion
	Conclusions
	Additional file
	Abbreviations
	Acknowledgements
	Funding
	Availability of data and materials
	Authors’ contributions
	Authors’ information
	Ethics approval
	Consent for publication
	Competing interests
	Publisher’s Note
	Author details
	References

